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Introduction
Psychoactive drugs are substances with the ability to act on normal brain mechanisms and change an individual's consciousness, mood or thinking processes. Many psychoactive drugs are legal and used as medications (i.e. benzodiazepines, antidepressant and sedatives), others, illegal, for recreational purpose (i.e. opiates, cannabis, hallucinogens, cocaine) [1] . The detection of psychoactive drugs in biological conventional (urine and blood) and non conventional (e.g. oral fluid, hair) matrices is of great importance in clinical and forensic toxicology such as workplace drug testing, roadside testing, therapeutic drug monitoring, rehabilitation programs and postmortem cases. [2] .
Blood is the specimen of choice to detect and quantify a drug if there is suspicion of current drugrelated impairment or intoxication. However, its collection requires skilled professional figures, patients can undergo discomfort during collection, which can be not risk-free. The dried blood spot (DBS) use allows the collection of blood samples from a small finger prick with an automatic lancet and offers many benefits in comparison with conventional venipuncture: simple and non-invasive collection which can be executed by non skilled personnel; no need of anticoagulant or plasma separation, easy sample shipment and storage [3] . Most of the pathogenic agents, which can be present in blood, are deactivated on the filter paper [3] .
Dried blood spots (DBS) technique was firstly developed in 1963 to be used in neonatal screening for phenylketonuria and for both qualitative and quantitative screening of metabolic disorders [4] , but in the more recent years DBS has gained interest as an alternative haematic matrix [3, 5, 6] for therapeutic drug monitoring [7] , pharmaco-toxicokinetic studies [8] and for drug testing in sports [9] .
Several publications suggest also the potential of DBS for detecting exposure to psychoactive drugs. Analytes measured include both legal drugs (scheduled drugs available on prescription) and psychoactive illicit drugs including benzodiazepines, amphetamines type substances, cocaine, cannabinoids, opiates, gamma-hydroxybutyric acid (GHB) and ethylglucuronide (EtG) [10] [11] [12] [13] [14] [15] [16] [17] [18] [19] [20] [21] [22] [23] .
A substantial number of these reports describe DBS application for only one class of drugs and their respective metabolites [11-13, 15-17, 19, 20, 23] and the vast majority of available publications describe the analysis of DBS obtained by pipetting patients blood samples onto the card [11 ,12, 17-19, 22] .
We here present the development and validation of an ultra-high performance liquid chromatography-tandem mass spectrometry (UHPLC-MS/MS) method for the simultaneous determination of a panel of psychoactive drugs in DBS. The method has been applied in real cases of individuals admitted to the hospital emergency rooms for acute intoxication related to the consumption of principal psychoactive drugs.
Experimental

Chemicals and reagents
Morphine, codeine, 6-monoacetylmorphine (6-MAM), methadone, EDDP, cocaine, benzoylecgonine, Δ-9-tetrahydrocannabinol (THC), 11-hydroxy-Δ-9-tetrahydrocannabinol (THC-OH), 11-nor-9-carboxy-Δ-9-tetrahydrocannnabinol (THC-COOH), amphetamine, 
Calibration standards and quality control samples
Stock standard solutions (1 mg/ml) of each analyte were prepared in methyl alcohol and stored at -20C. From stock solutions, working solutions of 10, 1 and 0.1 g/ml of the analytes under investigation were made in water and used for the preparation of calibration curves and quality control (QC) samples. ISs were diluted in water to give a working solution at a concentration of 1 g/ml and stored at -20C.
Calibration standards containing 5, 10, 50, 100, 200 and 500 ng of analytes under investigation per ml of whole blood were prepared by adding suitable amounts of water working solutions to 1 ml of pre-checked whole blood pool samples. In case of Δ-9-tetrahydrocannabinol and metabolites, the first point of calibration curve was set at 15 ng/ml (0.45 ng/DBS). Then, by using a glass microsyringe, 30 L blood was applied to the card, filling the pre-marked circle (calibration ranges: 0.15, 0.3, 1.5, 3 and 15 ng/DBS). QC samples of 6 (0.18) and 20 (0.6) in the case of of Δ-9-tetrahydrocannabinol and metabolites (low control), 150 (4.5) (medium control) and 400 (12) (high control) ng analytes/ml (ng analytes/BDS) whole blood and samples at the limit of quantification (LOQ) were also prepared as above reported for the calibration standards. QC samples were included in each analytical batch to check method linearity, intra-and inter-assay inaccuracy and imprecision, matrix effects, recovery and process efficiency.
DBS preparation
Pre-marked cards spotted with 30 µL blank blood, calibrators, QC and real samples were cut, once dried, at the edges and placed into a tube with 10 l ISs working solution (1 µg/mL) and 990 l methyl alcohol. The tube was then sonicated for 15 min and centrifuged at 3500 ×g for 5 min. The supernatant was brought to dryness under vacuum, re-dissolved with 100 l UHPLC mobile phase (solvents A/B, 80/20, v/v) and 10 l injected into the UHPLC-MS/MS system.
Ultra-high-pressure liquid chromatography tandem mass spectrometry (UHPLC-MS/MS)
Analytes under investigation in DBS were detected using an ultra-high performance liquid chromatography system (Waters Acquity UPLC, Waters Corporation, Milan, Italy) coupled with a triple quadrupole mass spectrometer (Waters Xevo TQ, Waters Corporation). Chromatography was carried out in reversed phase Acquity UPLC HSS C18 column (2.1 mm × 150 mm, 1.8 μm, Waters Acquity UPLC, Waters Corporation, Milan, Italy) using a linear gradient elution with two solvents:
0.1% formic acid in acetonitrile (solvent A) and 5 mM ammonium formate pH 3.0 (solvent B).
Solvent A was maintained at 5% for the first 0.50 min. It was increased to 55% from 0.50 to 10.00 min, then increased to 90% from 10.00 to 10.75 min, held at 90% from 10.75 to 12.85 min, and then decreased back to 5% from 12.85 to 13.00 min and held at 5% from 13.00 to 16.50 min for reequilibration. The flow rate was kept constant at 0.40 mL/min during the analysis. The separated analytes were detected with a triple quadrupole mass spectrometer operated in multiple reaction monitoring (MRM) mode via positive electrospray ionization (ESI). The applied ESI conditions were the following: capillary voltage 1.3 kV, desolvation temperature 600 ° C, source temperature 150 ° C, cone gas flow rate 20 L/h, desolvation gas flow rate 1000 L/h and collision gas flow rate 0.13 mL/min. Cone energy voltages, MRM transitions, and collision energy voltages were established for each analyte and the values are listed in Table 1 .
Validation Protocol
Validation protocol applied in the present study included linearity, limits of detection (LOD) and quantification (LOQ), imprecision, inaccuracy, selectivity, carryover, matrix effect, recovery process efficiency and stability as previously reported [24, 25] . Validation parameters were calculated using five different daily replicates of QC samples (low, medium, and high quality control) along five subsequent working days. Linearity was determined by least-squares regression with 1/X 2 weighting. Acceptable linearity was achieved when the coefficient of determination was at least 0.990 and the calibrators were quantified within ±20% at the LOQ and ±15% at other concentrations. The LOD and LOQ were evaluated with decreasing analyte concentrations in DBS.
LOD was defined as the lowest analyte concentration that can be detected and identified with a given degree of certainty. Standard deviation (SD) of the mean noise level over the retention time window of each analyte was used to determine LOD. A minimum requirement for signal to noise of 3 is widely accepted. LOQ was the lowest concentration that met LOD criteria and a signal-to-noise ratio of at least 10.
Imprecision and inaccuracy were determined at the three QC samples concentrations by analyzing five replicates on three different days (n=20). Imprecision and inaccuracy, expressed as the coefficient of variation (%) of the measured values and error (%) respectively, were expected to be less than 20%. Over-the-curve samples (drug free samples spiked with concentration of drugs of abuse five or 10 times higher than the highest calibration point) were tested for calibration curve fitting, imprecision and inaccuracy once they were properly diluted.
Matrix effects, recovery and process efficiency were determined using the experimental design proposed by Matuszewski et al. [26] . Set 1 was five replicates of quality control material prepared in the mobile phase. Sets 2 and 3 were five replicates of blank DBS samples fortified with quality control material after and before extraction, respectively. Matrix effects were determined by dividing mean peak areas of set 2 by set 1 multiplied by 100. Recovery was determined by comparing the mean peak areas of analytes under investigation obtained in set 3 to those in set 2 multiplied by 100. Process efficiency expressed as the ratio of the mean peak area of an analyte spiked before extraction (set 3) to the mean peak area of the same analyte standards (set 1) multiplied by 100.
A mid-term stability experiment was performed using low, medium and high concentrations QC DBS samples stored at room temperature and analyzed at moment of preparation and after one, two and three month period. Six replicates were determined for each QC concentration.
Results and discussion
Ultra-performance liquid chromatography tandem mass spectrometry (UHPLC-MS/MS) and validation results
Representative chromatogram obtained following the extraction of DBS from real case is shown in Figure 1 . Linear calibration curves were obtained for the compounds of interest with correlation coefficients (r 2 ) of at least 0.990 in all cases and LODs and LOQs values resulted adequate for the purpose of the present study ( Table 2 ). The intra and inter-assay imprecision (measured as coefficient of variation, CV) and inaccuracy (measured as% error) values were always lower than 15% (Table 3) . Over-curve samples, tested for imprecision and accuracy after diluting 10 times, gave values always lower than 15% relative standard deviation (RSD) and 15% error. No additional peaks due to endogenous substances that could have interfered with the detection of the compounds of interest were observed in drug-free samples (figure 2). No drugs interfered with the assay and with the accurate quantification of the low QC samples. Blank samples injected after the highest point of the calibration curve did not present any traces of carryover. The mean absolute matrix effect ranged from 84.9% to 104.2%, recovery from 78.3%to 97.1%, process efficiency from 77.5% to 95.7 % (Table 4 ). ). Over-curve samples, tested for imprecision and accuracy after diluting 10 times, gave values always lower than 20% relative standard deviation (RSD) and % error.
No relevant instability was observed after maintaining the DBS (spotted with whole blood fortified at the concentration of 50 ng/ml drugs of abuse) at room temperature for two weeks, with differences in the initial concentration less than 10% for all the compounds under investigation. In reference to mid-term stability, no relevant degradation was observed for any of the analytes under investigation with differences to the initial concentration always lower than 10%.
Analysis of DBS samples
Drugs detected and quantified in DBS of individuals attending Emergency Department of Hospital del Mar, Barcelona , Spain for acute intoxication are reported in Table 5 In samples 2 and 4 neither THC nor its metabolites could be quantified since only traces under the LOQ and above the LOD could be observed in the chromatograms. However, urine immunoassay revealed presumptive positive results for THC. It should be taken into account that the detection of cannabinoids in urine merely indicates that the individual had used or has been exposed to cannabis at some point prior to the collection [27] . Furthermore, cannabinoids are among the most challenging analytes in DBS, since once consumed, they disappear rapidly from blood. Indeed, THC was detectable in plasma at a limit of detection: 0.8 ng/mL (or 24 pg/DBS) for 3.5−5.5 hours after smoking two cannabis cigarettes containing a total of ca. 10 mg of THC [28] , and with a limit of detection: 0.02 ng/mL (or 0.6 pg/DBS) up to 13 days in the blood of chronic cannabis users, who smoked four cigarettes containing deuterium-labelled THC [29] . In case 10, although THC was under LOQ, both THC-OH and THC-COOH were quantified at the concentration of 15.0 (0.45) and 23.8 (0.69) ng/mL (ng/DBS), respectively. The detection of all three cannabinoids, and in particular of THC and THC-OH, indicates recent intake (within about 2 h) before DBS sampling [20] .
Regarding case 3, the consumer correctly declared the use of MDMA, which was quantified in DBS at the concentration of 354.9 ng/mL (10.65 ng/DBS) together with its metabolite, MDA, at the concentration of 48.4 ng/mL (1.45 ng/DBS). However, in the same case, methamphetamine was determined in DBS instead of amphetamine that was self-reported. In case 6, methadone and its metabolite EDDP were detected and quantified, although not reported during the interview. for olanzapine) in agreement with the spectrum spectra library available in our instrument. Anyway, the quantification was not possible because at the time of analysis, the pure standards of the above reported substances were not available.
A limitation of the current study was the low sensitivity (relatively high LOQ (15 ng/mL or 0.45 ng/DBS) for cannabinoids. Therefore, the presented method is able to determine cannabinoids in DBS only if the collection had been performed shortly after the cannabis intake.
When a method has been solely designed for the determination of cannabinoids, as in case of Mercolini et al [20] , a much greater sensitivity (LOQ values of 0.25 ng/mL (2.5 pg/DBS) for THC and 0.50 ng/mL (5 pg/DBS)), for THC-OH and THC-COOH) could be achieved, compared to methods that simultaneously determine a number of compounds, including cannabinoids, as it has been our method.
Similarly, Thomas et al. could achieve a LOQ for THC and THC-COOH 0.25 and 1 ng/ml in DBS investigated for several classes of prohibited drugs only performing a targeted higher collision dissociation (HCD) cell experiment with UHPLC coupled to benchtop quadrupole/Orbitrap mass spectrometer [30] .
Furthermore, a comparison with analysis of blood samples from the same individuals providing DBS could have been useful to assess the adherence of the results obtained by means of conventional toxicological analyses to those obtained using this new approach. Unfortunately, no ethical permission was given to extract blood from patients at the emergency room, since urine samples could be collected as in the protocol for acute intoxication and dried blood spots gathering did not require supervision. Nonetheless, the results of urine immunoassay were in complete accordance with results of DBS.
Conclusion
An assay including a simple biological sample treatment and fast UHPLC-MS/MS method was developed for the determination of 23 drugs from different classes, including cocaine, opiates, benzodiazepines, amphetamines, THC and some of their metabolites in DBS. The assay was fully validated and the procedure was successfully applied to ten real cases coming from the emergency room after being admitted to due to the adverse effects of drugs of abuse.
The findings obtained from the analysis of 10 real samples with the here described method support the potential of DBS sampling for non-invasive monitoring of exposure/intoxication to psychoactive drugs. The major advantage of the here described method is the possibility to detect drugs even in 30 µL blood, with a simple sample collection and an easy pre analytical treatment.
The current method could find application in both clinical and forensic toxicology analysis; in emergency rooms, roadside drug testing and workplace drug testing. 
